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The first detector prototypes for the ITER bolometer diagnostic featuring a 12.5 µm thick Pt-absorber have
been realized and characterized in laboratory tests. The results show linear dependencies of the calibration
parameters and are in line with measurements of prototypes with thinner absorbers. However, thermal cycling
tests up to 450◦C of the prototypes with thick absorbers demonstrated, that their reliability at these elevated
operating temperatures is not yet sufficient. Profilometer measurements showed a deflection of the membrane
hinting to stresses due to the deposition processes of the absorber. Finite element analysis (FEA) managed to
reproduce the deflection and identified the highest stresses in the membrane in the region around the corners of
the absorber. FEA was further used to identify changes in the geometry of the absorber with a positive impact
on the intrinsic stresses of the membrane. However, further improvements are still necessary.
I. INTRODUCTION
The total radiated power as well as the radiation emission
profile on ITER will be determined by the bolometer diagnos-
tic. The reference detector type chosen for ITER is the metal
resistor bolometer1. Due to the high neutron irradiation levels
projected for ITER as well as the high operating temperatures
of the surrounding structures, new materials for the bolometer
detectors have to be tested and qualified. Currently, the de-
tector development for ITER focusses on Pt absorbers on SiN
membranes.
The first prototypes developed featured a 4.5 µm thick Pt
absorber on a 1.5 µm thin Si3N4 membrane. Several sam-
ples of these prototypes have been operated successfully in
the tokamak ASDEX Upgrade since 2009. New prototypes
featuring a Pt absorber of 12.5 µm thickness on a 3 µm mem-
brane are now available and have been tested in a laboratory
environment at temperatures up to 450◦C. The tests and re-
sults are presented in section II.
Increasing the absorber thickness also increased the stresses
in the membrane leading to reduced mechanical stability. As
this issue is of major importance for the application of the
detector in ITER, a detailed study was initiated to determine
the cause for the stresses and to identify potential mitigation
strategies. These results are presented in sections III and IV.
Finally, section V concludes with an outlook on further devel-
opments required.
II. CHARACTERISATION OF PROTOTYPE SENSORS
WITH THICK ABSORBERS
One of the most crucial developments for the final ITER
bolometer diagnostic is the development of a radiation hard
resistive bolometer foil with thick enough absorbers to reli-
ably detect the total radiated power from the plasma. The
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thickness of the absorber has to match the attenuation length
for the photon energies expected in ITER (up to 25 keV in
standard scenario). According to the mass-energy attenua-
tion coefficients for Pt provided by NIST2 and taking the den-
sity of Pt near room temperature (21.4 g/cm3), a Pt-layer of
12.5 µm thickness will capture 68% of the energy of an in-
coming mono-energetic beam of 25 keV photons. This leads
to a temperature increase in the absorber which can be de-
tected by the diagnostic. In the case of 10 keV photons, 94%
of the incoming energy will be absorbed. As the density of Pt
has only a weak dependence on temperature, very similar re-
sults are expected for higher operating temperatures in ITER.
The relevant parameters for characterising bolometer de-
tectors for operation in a fusion device are the calibration pa-
rameters: meander resistance R, cooling time constant τ, and
normalised heat capacity κ3. They can be determined in the
test facility IBOVAC (ITERBolo vacuum test facility) at IPP
which provides an environment of up to 450◦C in vacuum.
The samples were heated up to this temperature at heating
rates of at most 1 K/min. The calibration constants were mea-
sured once every minute according to the procedure described
in [3]. Simultaneously, the temperature of the detector was
measured. The results for prototypes featuring a 12.5 µm ab-
sorber on a 3 µm membrane are shown in FIG. 1.
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FIG. 1: (color online) Calibration parameters of a prototype bolome-
ter detector (Flow-chart 1100025, wafer 481, chip K, channel 2) with
a 12.5 µm absorber for measurement (blue), and reference (red) ab-
sorber as function of temperature: R, τ and κ (left to right).
The resistances of the meanders for both, measurement and
reference absorber, show an almost linear dependence with
very similar values up to 350◦C (FIG. 1, left). Typical tem-
perature coefficients of resistivity (TCR) deduced from this
kind of measurements in the temperature range between 20◦C
2and 100◦C yield values in the order of 1.8–2.1 mK−1. Eval-
uating the linear TCR for the case shown in FIG. 1 for tem-
peratures up to 350◦C yields a value of 2.06 mK−1. Fitting
a second order polynomial instead yields the coefficients A =
2.35 ·10−3 K−1 and B =−7.8 ·10−7 K−2 while reducing χ2 by
a factor of 2. This compares well to the Callendar-van-Dusen
coefficients for a Pt100 resistor according to the IEC751 norm
(A = 3.908 ·10−3 K−1 and B =−5.775 ·10−7 K−2). The differ-
ences are most likely due to the meanders being a thin film4.
Above 350◦C, a slight hysteresis between the heating and
cooling phase can be seen. As in previous measurements for
4.5 µm absorbers1, the hystereses depends on the sample. A
closer inspection of this behaviour was performed for samples
with 4.5 µm thick absorbers. Despite an annealing process at
650◦C after the deposition of the meanders, but before etch-
ing the groove for the absorber, an additional application of
450◦C on the final prototype results in a significant change













































FIG. 2: (color online) Resistance, TCR and failures per 4-channel-
detector (top to bottom) in dependence of the number of annealing
cycles at 450◦C applied on samples with 4.5 µm absorbers.
on the sample, the membranes start to break. The breaking
might happen even after completion of the annealing process
at room temperature. The reason for this kind of behaviour
is most probably to be found in intrinsic material stresses and
the temperature dependent deflection of the membrane (see
section III).
The cooling time constants τ of the new samples with
12.5 µm absorber are in the range of 230–240 ms at room tem-
perature. Compared to previous samples1, an additional heat
conduction layer of 150 nm Al (thermal conductivity of Al is
three times higher than the one of Pt) was added between ab-
sorber and silicon-frame of the detector. This helped to reduce
the values of τ to a range which is comparable to those of de-
tectors currently in use on devices like ASDEX Upgrade or
JET. For detectors with a 4.5 µm thick absorber, τ = 175ms
has been achieved.
The variation of τ with temperature is usually slightly posi-
tive (FIG. 1, centre); the variation depends on the sample. The
noise of the measurement increases with temperature. The
reason is, that τ is determined by applying an ohmic heating
pulse with a constant bridge-voltage of 3.75 V on the mea-
surement and reference meanders, respectively, and fitting an
exponential to the decay of the bridge current. The higher the
operating temperature is, the higher is the resistance of the
meanders and the lower the current to be measured.
In FIG. 1, right, the normalized heat capacity κ is plotted
for one sample as a function of temperature. A clear linear
dependence can be observed. Again, the noise of the measure-
ment increases with operating temperature for similar reasons
as in the case of τ. In comparison with samples featuring an
absorber of 4.5 µm, κ is higher by a factor of almost 3 as could
be expected from the increase in thickness.
III. INVESTIGATION OF FAILURE CAUSES
As shown in section II the prototype detectors fail after
a few annealing cycles at high temperatures. Additionally,
calibration measurements for prototype detectors of various
absorber and membrane thicknesses at elevated temperatures
have shown that the increased failing of the membranes sets
in when the detectors are exposed more than once to tempera-
tures above 200◦C (without determining the exact value). This
behaviour can not be tolerated for the application in ITER and
was thus investigated in more detail. A 3D-scan of the detec-
tor surface using the measurements of a profilometer showed
that the membrane is deflected out of plane by 15 µm (FIG. 3)
with strong gradients in the region close to the edge of the ab-
sorber. In order to understand this behaviour, a finite element






























FIG. 3: (color online) Longitudinal and transverse section of a 3D
scan of the surface of a detector membrane by a profilometer (blue)
and the result of a non-linear FEA (red).
(FE) model has been developed for the detector membrane.
Non-linear FE simulations using ANSYS 12 taking typical
material properties and the initial intrinsic material stresses
due to the production processes (500 MPa in Pt and 130 MPa
in SiN, as measured on test samples) into account, managed
to reproduce this behaviour (red curve in FIG. 3). Though
the amplitude is not matched in this relative simple simula-
tion, the shape is. This allows for relative comparisons when
applying the model to different temperatures and geometrical
variations of the absorber.
The behaviour of an absorber at 450◦C was investigated us-
































FIG. 4: (color online) Longitudinal and transverse section of a de-
tector membrane at room temperature (red) and at 450◦C (blue) as
calculated using non-linear FEA.
ing non-linear FEA. As shown in FIG. 4, the deflection of the
membrane is now in the other direction. Accordingly, subject-
ing a detector to annealing cycles at high temperatures results
in a cyclic bending fatigue load case for the membrane due
to its curvature reversal close to the absorber edge between
room temperature and 450◦C. The temperature for which no
membrane deflection is expected, is ≈270 ◦C.
IV. ALTERNATIVE DETECTOR DESIGNS
The non-linear FE model was used to calculate the mate-
rial stresses expected for alternative absorber designs. For the
reference design5,6, the highest stresses were observed in the
membrane close to the corners of the absorber. From geomet-
rical considerations, an increased corner radius should help to
reduce the imposed stress. However, the FEA predicts a re-
duction by only ≈5%, even for increasing the corner radius
up to the point where the absorber takes an elliptical shape.
A stronger reduction in the material stresses by ≈35% is
predicted for a ”stepped” absorber. For this shape first a layer
of 1 µm Pt is deposited on an area which is 0.2 mm wider and
0.2 mm longer than the original absorber. Afterwards, the re-
maining 11.5 µm Pt are deposited on the original surface.
Several samples of prototype detectors have been manufac-
tured incorporating these geometrical changes. While the pro-
duction of absorbers with rounded corners was unproblematic,
the results for the stepped absorber were unsatisfactory due
to Pt crawling under the resist while depositing the second,
thick layer. In order to improve the adhesion of the resist on
the first Pt layer, further development processes are necessary.
Therefore, only the behaviour of the prototypes with rounded
corners could be investigated at high temperatures. Addition-
ally, some prototypes with larger absorber, namely only the
first layer of the stepped absorber, have been tested.
As could be expected from the small changes in material
stress predicted by FEA, no improvement in the mechanical
stability of the membranes was seen; the larger absorber ex-
hibited an increased failure rate. The latter result suggests that
a smaller absorber should be more stable.
V. CONCLUSION
The results presented show that the development of a new
prototype bolometer resulted in a sensitive and reliable de-
tector for the application in low to moderate ambient tem-
peratures. At temperatures above 200◦C, the mechanical sta-
bility is insufficient. Measurements and the application of a
non-linear FEA suggest that the cause for the failure is a fa-
tigue cycle due to a reversal of the deflection direction of the
membranes between room temperature and 450◦C in combi-
nation with high stress concentration close to the absorber cor-
ners. The first prototypes incorporating geometrical changes
for the reduction of the material stresses have been produced
and tested. However, the desired improvement in mechani-
cal stability could not yet be observed; a prototype with an
increased absorber size showed an enhanced failure rate. In
reverse conclusion this suggests that absorbers with reduced
sizes could be mechanically more stable. The further detector
development will have to focus on the investigation of various
absorber geometries and sizes to identify the solution with the
best mechanical stability for ITER.
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